COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CENTRAL LABORATORY 700 NORTH 5TH STREET
A Nationally Accredited Laboratory RICHMOND, VIRGINIA 23219
(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR 11
SERIAL NUMBER: 010566
CERTIFICATION DATE: October 16, 2013
DATE RECERTIFICATION DUE: April 14, 2014

The above listed instrument was found to meet all requirements for accuracy and performance
established by the Department of Forensic Science. This certification is valid from the above
listed certification date until the above listed date for recertification.

Melissa Kennedy

Program Manager, Calibration & Training

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

The foregoing was acknowledged before me this I day of
%’ﬁiﬁ_ﬁ/\ . &2[ 3 by Melissa Kennedy

i . Bodly

f
Ciera N. Boxley, Notary Public ‘V

R Ciera N. Boxley
A Notary Public - 1D 7?;6\%73
4 Commonwealih of W/

My Com. Exps.D 31 L{

My commission expires: August 31, 2014
TES




Dajf

Department of Forensic Science

Breath Alcohol Section

[LN

Instrument Maintenance History
1/1/1990 To 10/18/2013

Instrument Serial Number: 010566 As of 18-Oct-13
Maintenance Certification Technician
Date Date Initials Remarks
16-Oct-13 16-Oct-13  DBH (21250) FIRMWARE/SOFTWARE UPGRADE. REPLACED AND TESTED
FUEL CELL MODULE. CALIBRATED AND CERTIFIED.
18-Aug-10 18-Aug-10  HMS (18910) REPLACED DRY GAS STANDARD, CERTIFIED
07-Jun-10 07-Jun-10  HMS (18910) REPLACED DRY GAS STANDARD, CALIBRATED AND
CERTIFIED.
03-Jun-10 11-Mar-10  HMS (18910) REPLACED DRY GAS STANDARD.
06-May-10 11-Mar-10  HMS (18910) REPLACED DRY GAS STANDARD.
11-Mar-10 11-Mar-10  HMS (18910) CERTIFIED
23-Feb-10 23-Sep-09 HMS (18910) REPLACED DRY GAS STANDARD.
18-Dec-09 23-Sep-09  NMJ (22392) REPLACED DRY GAS STANDARD
23-Sep-09 23-Sep-09  HMS (18910) REPLACED DRY GAS STANDARD, CERTIFIED.
01-Jul-09 20-Apr-09  HMS (18910) REPLACED DRY GAS STANDARD.
20-Apr-09 20-Apr-09  HMS (18910) CERTIFIED.
19-Mar-09 19-Mar-09  NMJ (22392) FIRMWARE/SOFTWARE UPGRADE, CERTIFIED.
17-Feb-09 17-Feb-09 RJP (22428) CALIBRATED, CERTIFIED AND ACCEPTED.
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Instrument Serial Number

Location

Address

DFS Technician

E-Seek

Keyboard -

Printer
UPsS

INTOX EC/IR Il

Quality Assurance Worksheet

V¥ Laboratory

Site Specifications

1 Secured Environment:
Location must not be accessible to the general public.

2 Environment free from contaminants

3 Dedicated telephone line:
The phone line should be used solely by the instrument.

4 Adequate Ventilation:
Enough space must be provided for the instrument and the printer
to allow for adequate ventilation.

5 Stable temperature controls:
The instrument should not be exposed to direct sources of
temperature variation.

6 115VAC power source:
Whenever possible instrument power circuit should not be shared
with refrigerators, copy machines or other high amperage devices.
7 Room Condition:
The site should be free of excessive moisture, heat and dust.

Old serial no. _ New serial no.

Maintenance (if any)

Comments ('if ahy')'

Flrmware!software u_pgrade- :

Date:.:10/9/2013 * ' Time; 16:34 - Pressure: 1145psi ="

Date: 10/15/2013 Time' 8:36  Pressure; 1115psi .~ =7

Intox EC/IR 1l QA Worksheet
Issued by Calibration and Training Program Manager
Issue Date: 4-March-2013

Worksheet Start Date

License No.
™ On-Site
Yes No
~
I~
I~ r
~ r
. I~
I ~
Supplies
Mouthpieces
Certificates of Analysis
Operator Worksheet
Other:

DFS Document 250-F113
Revision 8
Page 10of 2
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Instrument Serial Number S 010568 Certification Date 10/16/2013

-~ Instrument Barometer (mm HG) | ' 756 Reference Barometer (mm HG) )
Reference Barometer(RB)Serial # = 009110 RB Calibration Due ~ 5/30/2014
Standard (sea level) PA Target minimum maximum Sample 1 0.248
0.250 0.249 0.241 0.256 Sample 2 0.247
Precision sample min sample max Sample 3 0.247
0.001 0.247 0.248
Standard (sea level) PA Target minimum maximum Sample 1 0.149
0.150 0.149 0.144 0.153 Sample 2 0.149
Precision sample min sample max Sample 3 0.149
0 0.149 0.149
Standard (sea level) PA Target minimum maximum Sample 1 0.080
0.080 0.080 0.077 0.083 Sample 2 0.080
Precision sample min sample max Sample 3 0.080
0 0.080 0.080
Standard (sea level) PA Target minimum maximum Sample 1 0.019
0.020 0.020 0.017 0.023 Sample 2 0.019
Precision sample min sample max Sample 3 0.019
0 0.019 0.019

all measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

¥ Calibrated W Certified I Replaced dry gas standard (+O-ring)
Dry gas standard Lot No. (with tank no.) ‘AG211702-09
W Measurement Assurance Check M Run a Breath Test  (Instrument Test)
(successful completion denotes satisfactory condition of the item)
Standard (sea level) PA Target minimum maximum Sample 1 0.101
0.100 0.100 0.097 0.103 Sample 2 0.100
Precision sample min sample max Sample 3 0.100
0.001 0.100 0.101

DFS Technician @m\a&/ﬁ M Date | ) OZJl‘?.Zlf‘ 3
Issuing Analyst (\/\.Q_Ma /llﬂ/f[ ;u,ﬂ{,,, Date mbf/)z

Intox EC/IR Il QA Worksheet / DFS Docliment 250-F113
Issued by Calibration and Training Program Manager Revision 6
Issue Date: 4-March-2013 S Page 2 of 2
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intox EC/1R-11: Certirication ﬂjl\
pepartment or rForensic Science
Beriai Numper: ¢10560 Test Number: 1976
Tast Date: 10872013 Teat Time: [4:54 EBOT
Techniclan Initials: DBRH
Lry Gag Target: 0..100
Lot Number: AGIZ9004-20 EXp Date: 10/17/2013
Tank Pressure: 129 psi Barometric Pressure: 760 mmHg

System Check: Passed

Test g/2L0L Time

LlAG Fass 14:55
BLK U.uuu 1L4:50
CHK 0,049 La:57]
BLK u.uou 14309
CHK U.uYyy Ld:bhy
BLK U.uuu 15:0u
CHK U.099 15:400
BLK U.vuuo Lh:ul

success

standard vValue (at sea levelj): U, LUU g/i2iul

gcertitication Status: success

PIRfC RMED ONE- FONT CERTIFICATION
PRicg 16 FigMwARE/SoFT wAPE UPSIADE  duE 70
CERTIF(CATION WARMNG O DISPLAY
D877
10/ 9)i3



DEJ+

INSTRUMENT, TES&T, DF&

HALL, DUNALL, B PFe Lentral Lab

21250 LU/UL/2UL4 LU/UY/72013

Uiliben L0/09/2013

15813 EDT

0.u0

NOT DOwWNLOADED DVE To TESTING WITH

NON - APPROVED FiRMIWARE -
DéH

99/ 2



InGox BUAiR-11: s0Dtware Version
neparrment or rForensic Jcience
HErial Numbex: Uiuses
HYBTem Uate: Lo /Uu8s/20148
HYSTam Time: L5:4b BZuT
S0rtware Version: vsSuuIsI-k
BOTTWALS UHUD Sb/40HCA

Firmware version: VSUUL /1-CL

Firmware CrC: Fiu77508



1RGO BUfiK-11: ealibration

Department of Forensic Science
garial Number: Jiuseos Test Mumber: 1978

Test pate: L0 7i6/20143 Test Time: iil:34 EPT
WXy Gas Target: v.LU00
LOoT Number: UesLZiU0ii-05 Exp Date: U4 /01 20104
Tank Pressure: s¥4 p=g Harometrlc Pressure: 5o mnHg

system check: rassed

TestT g/ 2L0L Time
BLK Uu.ulu 11135
CAL U.loy Li3s

fest STaTus: SJUcCcess

Calibration CRU: BSLBHU4Y

W



INToE BU/7LR-14: Certitication

Deparcment of Forensic #oisnce

serlal Mumber: @ivses Test Mumber: 1979
Test Date: J0-50e 2013 Test Time: [J:3¥ £DT

Technlcian Initials: DBRH
Dry Gas Target: {.44%

Lot Humber: JY9eifi5072-10 EXp bDate: il 0175014
Tank Pressure: [¥F psi HAaramernric Pressure: 758 mmHg

syatem Check: pPassed

Test g/ 4LUL Pime

Dlag Cass Ll:40
BLK U. Uil li:40
CHE U, 248 Lial
BLK U, uuo Litdy
CHE U, 247 Lir43
BLK .U 144
UHK U.z47 1l:45
HLK U.uuu Llzdn

sugeess

Standard Value (at sea Level): 0,250 gs2Llul

CeYTIElCation tatus: Continued



INTOoE BO/AIH-11: dervizication

Lepariment or rFarensic SSEishce

Herlal Number: ditnee Test Number: L&y
Test Date: Jusles duld Test ‘Pime: sfimi EOT

Technnleolan initiais: os8H
Dry Gas 'largat: o, id¥

LOT MUmMber: S¥sif1500s-0d Uxp Late: [l 01/2014
Tank Pressure: dJs¢ psi Barometric Pressure: 58 mmHg

syatem Check: rPassed

Test g/ 2L0L Time
DIAG Fass lishi
BLEK v.000 L1l:52
CHE U,14Y 1l:53
BLK U.auu 11:54
CHK U,i49 il:54
BLK U.uuo Li:58
CHE U.bay Li:ob
BLEK U.uuu iLl:58
success

STandard value (at sea level): U.Llsy g/iL1ul

CeErtitlifation STatus: continued

28]
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lOtox WI/IR~11: Cercitication
Depariment or rorepsle Sgiences
derial mumber: vidses Tast Number: syvii

YestT Dare: fu b Gull Testy Time: L0200 L0007

FREEAN1C1Aan 1n1tiais: winn
pry ¢as ‘vardet: t,aid

LOT NUumbeyY: Cesisuduisd-ud BRp bate: v4,U0L/2014
Tank Pressure: iny psi BRrometric rragsure: Jme mmHy

system Check: Passed

Test g/LiLul Time

piag Pasgs Lzsdl
BLK U, ugu 123102
{“HK g,08u 12:02
BLK g.0u0 L1404
CHE U, ugy iz2:04
BLK u.o0u L2205
CHK U.04du 14:0s6
BLK 0.000 12:07

Success

Standard value (at gea level): 0,080 g/210L

Cartification S8tatusz: Continued



DY
Intox BOSIE-II: Certification

Department of Forensic woience h{ﬁﬂv’

Serial Numbher: 010566 Test Number: 1982
Test Date: 1071672013 Test Time: 12:10 EDT

Techniclan Initials: DBH
Dry Gas Targeh: o,020
Lot Humber: 0851502011-05 Bxp Date: (450173014
Tank Pressure: 75 psi Barometric PFraszsure: 758 mmMy
System Check: Passed

Test g/210L Time
DIAG Pass L2:10
BLK 0.000 12:11
CHE G.a19 12:12
BLK 0.000 12:13
CHK 0.019 12:14
BLK 0.000 12:15
CHE g.019 12:16
BLK 0.000 12:117
Success

Standard Value (at sea level): 0.020 g/210L

Certification Status: Success



Doy

Iintox BEC/IR~II: Accuracy Check

Department of Forensic Science ﬂﬁkﬂ,
Serial Number: 010564 Test Number: 1583
Test Date: 101672013 Tezat Tiwme: 212:2] EDPT
Dry Gas Target: (0.298
Lot Number: AGI22702-04 Exp Date:; 08/1572015
Tank Fressure: 138 psi Barometric Pressure: 755 mmAg
System Check: Passed

Test a/210L Time
BLK 0.000 12:22
CHK 9,301 12:23
BLK 0.000 12:24
CHKE 0.301 12:25
BLK 0.009 12:28
CHE 0.301 12:27

Test Status: Success

Calibration CRC: 681B5049



DGH

Intos W/iR-11: Accuracy Check

Department of Forenzic Foience m)MJ
perial Number: Jichséd Tagt Number: 1984
Test Date: 1071873013 Tezat Time: 178:48 EOT

Dry Gas Target: (.100
Lot Number: AG211702-03 Exp Date: fd-,58°2004
Tank Pressure: 169 pai Barcmetric Pressure: 758 mmHg
System Check: Passed

Test /2101 Time
BLE 1.060 12:49
CHE 0.101 12:50
BLK 0.000 12:51
CHEK 0.160 12:52
BLK 0.000 12:53
CHK G.100 12:54

Test Status: Success

Callbzration CRC: 681B5049



INSTRUMENT ., TEET,

HAtd, DAMALD, B
312560

010566

10/01/2014

13:48 BEDT

0.00

pEE

pEr Central

14/16 /20112

Lah

10/16 /2013

DA



IntoxNet MIS Renort

Report Generated 17 Oct 2013 at 14:26

Test Results

LEH

Instrument Serial Number 010566 |

Test # 001985 Subject Test
Test Location 1 Department of

Test Date 16 Oct 2013

Operator's Last Name HALL
Agency DFS Central Lab
Card Serial Number 121250
Subject's Last Name INSTRUMENT
Subject's Middle Initial

Driver's License Number
Driver's License State
End Date 16 Oct 2013 End Time 13:49

Data Type DIAG Sample Value
Data Type BLK Sample Value
Data Type CHK Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value

Standard Type Dry Gas Std
Standard Lot Number AG211702-09
Tank Pressure 164
Blow Sample Number 1 Blow Duration 2.80 sec
Blow Sample Number 2 Blow Duration 3.04 sec
Tamper Evident Stamp df189818
Test Status Success

Test Location 2 Forensic Science
Test Time 13:41
Remote/local
Operator's First Name DONALD
Effective Date 10/01/2012

Subject's Date of Birth 00/00/3000

Result Time 13:48

Test Location 3
System Check Passed
Local
Operator's Middle Initial B
[.icense Number 21250
Expiration Date 10/01/2014
Subject's First Name TEST
Subject's Sex Male
Driver's License Expiration 00/00/0000
Court Name DFS

Resuit Date 16 Oct 2013 Result 0.00
Pass Sample Time 13:42
0.0G0 Sample Time 13:43
0.1 Sample Time 13:43
0.000 Sample Time 13:45
0.000 Sample Time 13:46
0.000 Sample Time 13:47
0.000 Sample Time 13:48
0.000 Sample Time 13:49

Standard Value 0.099
Standard Expiration Date 04/26/2014
Barometric Pressure 755 mmHg
Blow Volume 1774 ¢cc End-of-Blow Time 13:46
Blow Volume 1840 cc End-of-Blow Time 13:48
Test Status Code 0
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